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January 17th, 2014 

Subject:  Reference #277547 

In October 2013, ninety‐five hours of data  for PM2.5 were  invalid as  they were below –3.0ug/m
3 as generated by  the 

TEOM analyzer.   This  resulted  in approximately 87% uptime  for particulate matter which  is below  the  required 90% 
according to the Air Monitoring Directive for Alberta (ESRD Ref # 277547).   

Two TEOM audits were performed in October: one was on October 3rd and the other was on October 21st (this exceeds 
the minimum of performing  the  flow audit every 2 months).   The TEOM  filter and  the FDMS  filter were  replaced on 
October 3rd.  After this maintenance, the unit started recording many negative hourly readings; a follow‐up visit to the 
station was made on October 10th and the switch valve was cleaned on October 10th.  

Data were corrected using the ESRD guideline for PM2.5 data generated by TEOM units (if data were between 0 to –3, 
the data was corrected to 0; if data were below –3, the data was invalidated).  Ninety‐five hours of data were invalidated 
using the procedure. 

LICA is working with ESRD to find a solution to the many PM2.5 monitoring issues we have encountered over the last 12‐
18 months.  A joint monitoring study with ESRD is planned for 2014‐15. 

Should you have any questions, please don’t hesitate to contact me directly at (780) 266‐7068. 

 
 
Respectfully, 

 

 

 
Michael Bisaga 

Airshed Program Manager 
Lakeland Industry and Community Association 

cc (email):   LICA Office  


